Ultrasound activated resorbable pin osteosynthesis (UARPO) has recently shown favourable results in operations on children suffering for craniosynostosis. However, data on complications coming with this new technique in children suffering from craniosynostoses are scarce and have only been assessed retrospectively so far. It has been the aim of the present study to prospectively follow up children undergoing craniosynostosis surgery with a focus on complications related to UARPO materials.
Summary
Ultrasound activated resorbable pin osteosynthesis (UARPO) has recently shown favourable results in operations on children suffering for craniosynostosis. However, data on complications coming with this new technique in children suffering from craniosynostoses are scarce and have only been assessed retrospectively so far. It has been the aim of the present study to prospectively follow up children undergoing craniosynostosis surgery with a focus on complications related to UARPO materials.
Ten pediatric patients (3 female/7 male) were operated due to craniosynostosis at an average age of 9.1±3.8 months using UARPO (SonicWeld/Resorb-X, KLS Martin, Tuttlingen, Germany). Clinical followup evaluations were carried out 1, 3, 6, 9, 12 and 18 months after surgery according to signs of local infection, stability of the remodeled cranial vault and the palpability of the osteosynthesis material. If secondary surgery was necessary, the indication was documented and evaluated by histological and wound smear examinations.
No intra-operative or postoperative complications during the inpatient period occurred. 3 patients needed secondary operation due to a localized chronic swelling at the former incision site which developed 3, 9 and 12 months after the operation. Histological examinations yielded a giant cell formation surrounding the resorbable materials in all cases. Additionally, the wound smear showed a bacterial infection in one site.
The current prospective study is the irst in the ield. It reveals a high percentage of delayed foreign body reactions with UARPO, bearing the need of secondary surgery. It seems that this high complication rate found in the present prospective study may weigh out the advantages of UARPO.
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Estudio prospectivo evaluando complicaciones de cirugía craneofacial pediátrica usando clavos reabsorbibles activados con ultrasonidos: resultados preliminares

Resumen
Recientemente, la osteosíntesis activada por ultrasonografía con clavos reabsorbibles (OAURC) ha demostrado resultados favorables con operaciones en niños que sufren de craneosinostosis. Sin embargo, los datos actuales sobre complicaciones provenientes con esta técnica nueva en niños que sufren de craneosinostosis son escasos, hasta ahora estos datos solamente han sido evaluados retrospectivamente. El propósito de este estudio, es el seguimiento prospectivo de aquellos niños sometidos a cirugía por craneosinostosis, enfocándose especíicamente en complicaciones relacionadas con el uso de los materiales aplicando OAURC.
Diez pacientes pediátricos (3 femeninos/7 masculinos) fueron operados utilizando OAURC (SonicWeld/ Resorb-X, KLS Martin, Tuttlingen, Alemania) debido a craneosinostosis; la edad promedio de esos pacientes fue de 9.1±3.8 meses. Se llevaron a cabo examinaciones clínicas de seguimiento 1, 3, 6, 9, 12 y 18 meses después de la cirugía buscando señas de infección local, estabilidad de la bóveda craneoencefálica y palpando la zona con osteosíntesis. En caso de que se requiriera una segunda operación quirúrgica, la indicación para ella se documentaba y se evaluaba por medio de exámenes histológicos y con laminillas citológicas de la herida.
No hubo complicaciones intra -ni post operatorias durante el periodo de hospitalización. Tres pacientes necesitaron una segunda operación debido a una inlamación localizada en el área de la incisión quirúrgica, la cual se llevó a cabo 3, 9 y 12 meses después de la primera operación. En todos estos casos, los exámenes
Introduction
Resorbable plates have advanced the technique of bony ixation in craniosynostosis surgery. Some well known problems of metal osteosynthesis materials like temperature-induced paresthetic pain or interference with imaging modalities can be avoided with resorbable plates and pins 7, 28 . Although it has not been proven scientiically so far, resorbable osteosynthesis should not hamper the growth process, which is most important in children suffering from craniosynostosis 8 . The most relevant advantage of resorbable osteosynthesis systems is that there is no second-stage operation necessary to remove the material 24 . A large series of 216 cases has shown that the complication rate with bioabsorbable osteoixation devices is minimal and accounts for less than 5 percent of the patients 18 . However, some disadvantages with the use of resorbable plating systems should not be ignored 3 . For proper load bearing comparable to metal plates the dimensions of resorbable plates need a higher proile leading to visible or palpable hardware postoperatively until resorption of the material 12 . The inlammatory response seems to depend on the kind of resorbable materials used but is not described to be of major impact concerning the operation outcome 10, 12 . However, low-grade foreign body reactions to resorbable materials used in cranio-facial surgery are described 2, 20 . Resorbable screws require a drill hole that must be tapped. This procedure increases operative time. The placement of these screws is somewhat more surgeon-and technique-sensitive than with conventional metallic plating systems 12 . Resorbable screws require slower drilling rates into the bone. They are placed in a non-heated fashion at 90 degrees to the bone. If drilling occurs at a high speed or at an acute angle to the bone, friction heat is created. As a consequence, it becomes dificult to place screws in a reliable manner 19 . This problem has been overcome by inserting pins instead of screws with the aid of ultrasound. It has been shown previously that the operation time required for applying osteosynthesis materials was reduced by 50% 21 . Since the pins are not exposed to tensional forces the material does not fracture 21 . Like in every other ield new advances in resorbable osteosynthesis have to prove their relevance over short and long term. In the past it has been shown that the rate of complications related to resorbable osteosynthesis material should not be underestimated. It accounts for 15.4% of the patient cases. Reoperation seems to be necessary in 1.9% 25 . Data on complications caused by ultrasound activated resorbable pin osteosynthesis in children operated on because of craniosynostoses are scarce 4, 7, 24 . Ultrasound activated resorbable pin osteosynthesis is in use at the Erlangen University Hospital since 2006. Until the middle of 2008 a number of complications were encountered with this material. In order to get a more realistic view on the frequency of complications, it was decided to perform a prospective study. Therefore, it has been the aim of the present study to follow up children undergoing craniosynostosis surgery prospectively with a focus on complications related to ultrasound activated resorbable pin osteosynthesis.
Materials and methods
Between January 2008 and December 2009 ten pediatric patients with craniosynostosis were operated on by a team of experienced craniofacial surgeons with more than ten years experience in the ield ( Table 1 ). The prospective study was approved by the institutional ethical committee of the university of Erlangen-Nuremberg according to the World Medical Association Declaration of Helsinki (June 1964). Informed consent was given for the cranial vault remodeling by the parents of each patient. Three female and seven male patients were included in the study. Two patients suffered from hypophosphatasia. Cranial vault reconstructions were carried out in seven cases of scaphocephaly, in one case of oxycephaly and in two cases of trigonocephaly. The average age of the patients at the time of surgery was 9.1±3.8 months.
Surgery was carried out in an interdisciplinary approach by a neurosurgeon and an oral and maxillofacial surgeon. All patients received perioperative antibiotic prophylaxis. After coronal incision and subperiosteal dissection craniotomy was performed. Resorbable osteosynthesis 4-hole plates, consisting of poly D,L-lactide acid (PDLLA) (Resorb-X, KLS Martin, Tuttlingen, Germany) with a thic-kness of 1 mm were used according to the manufacturer's instructions for the remodeling and ixation of the cranial vault. They were trimmed to the appropriate contour with a heating pen. Subsequently, holes with a diameter of 1.6 mm were drilled conventionally. The plates were ixed to the bone by 2.1 x 4 mm pins (SonicWeld/Resorb-X, KLS Martin, Tuttlingen, Germany), which were inserted and welded to the bone and fused to the osteosynthesis plates by ultrasound assistance. The number of plates and pins used for each patient were documented. The authors did not use resorbable meshes. Wound closure was carried out with resorbable sutures. Postoperatively, all patients were monitored on a pediatric intensive care unit for 24 hours.
The course of wound healing after surgery was documented. Clinical follow-up evaluations were carried out 1, 3, 6, 9, 12 and 18 months after surgery. The patients were examined for signs of local infection at the incision site, stability of the remodeled cranial vault and the palpability of the osteosynthesis material. If secondary surgery was necessary, the reason for and the kind of intervention and the postoperative course of wound healing were documented. During the intervention tissue specimens were harvested for pathological histological examination and a smear of the wound was taken.
If a computed tomography scan had to be acquired during the postoperative course, it was checked for remnants of the resorbable material.
Results
The osteosynthesis material could be used successfully according to the manufacturer's protocol. Intraoperatively, no complications occurred. The number of plates and pins used for each patient is given in Table 1 . Wound healing proceeded uneventfully during the inpatient period of 10 days. During the follow-up examinations all remodeled cranial vaults were stable on palpation. In each patient at least one osteosynthesis plate was palpable at the end of the follow-up period. Three patients did not exhibit any sign of inlammation of infection in the area of previous surgery during the complete follow-up period.
In three patients a localized bluish swelling occurred in scar tissue of the former incision site (Figure 1a) . In a female patient with hypophosphatasia this inding became visible three months after surgery. In the remaining two patients without systemic disease a similar inding appeared after 9 and 12 months after surgery, respectively. In these three patients there was no history of trauma or other events before the lesions developed.
In the three patients secondary surgery was carried out under general anesthesia on an outpatient basis. An incision was made in the region of the swelling (Figure 1b & 1c) . A smear of the wound was carried out and biopsies were harvested (Figure 2 & 3) . In the microbiological examination Staphylococcus aureus could be identiied in the patient suffering from hypophosphatasia. There were no resistant strains. The bacteria were sensitive to penicillin that was administered for ive days. Light microscopic examination of the tissue sample of the patient suffering from hypophosphatasia revealed multiple strips of ibrovascular tissue enveloping an exuberant foreign-body giant cell reaction with areas of necrotic material and chronic inlammation. In addition small spots of purulent infection could be identiied. In the tissue samples of the remaining two patients also a foreign body giant cell reaction was found (Figure 4) . However, there was no purulent infection. During the postoperative course wound healing proceeded uneventfully in the three patients.
In the female patient who suffered from hypophosphatasia a computed tomography scan was carried out six months after surgery in order to control bony healing. The radiological examination revealed that osteosynthesis 
. Histological specimen of a tissue sample harvested during secondary surgery due to chronic inlammation 9 months after ultrasound activated resorbable pin osteosynthesis during craniosynostosis surgery: ibrovascular tissue ( ) and foreign body cell reaction (→) enveloping the resorbable material (*); staining: H.E., magniication: 400x.
plates could be still delineated at that time. Bony defects of the calvarium were still visible.
Discussion
In the past only a limited number of studies has been dedicated to ultrasound activated resorbable pin osteosynthesis. Two in vitro studies and four experimental animal trials have been carried out that demonstrated the excellent stability and handling characteristics of the osteosynthesis system (Table 2 6,16,17, 21, 22, 26 ). The clinical studies that were performed on pediatric craniosynostosis patients also showed favourable outcomes with low complication rates (Table 3 4, 5, 7, 24 ). However, it has to be kept in mind that all of these studies were retrospective.
The lack of prospective studies seems to be the reason for the fact that the complication rate in resorbable osteosynthesis is still a matter of debate. In craniofacial surgery a percentage of complications below 1% has been described as well as complication rates of up to 15.4% Document downloaded from http://www.elsevier.es, day 18/06/2017. This copy is for personal use. Any transmission of this document by any media or format is strictly prohibited.
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Delayed foreign body reactions have been reported to present up to 2 years after implantation. Therefore, a major criticism with previous studies was that the follow-up of children who were operated on because of craniosynostoses and received ultrasound activated resorbable pin osteosynthesis, was limited to an average period of 12 months 4, 7, 24 . Recently, a study performing a follow-up of 30 months after craniosynostosis surgery with ultrasound activated resorbable pin osteosynthesis described complications only within the irst postoperative year that were comparable to studies using shorter follow up periods 5 . Surprisingly, in the present study foreign body reactions were encountered in 3 out of 10 patients in the irst year after surgery, respectively. The foreign body reactions were located under the scars in the region of the former incision sites of the scalp. It seems that the scar of the incision site is a locus minoris resistentiae. Infections of that site following craniosynostosis surgery have been described previously 3 . Moreover, it has been shown that during the degradation process, the thickness of the plates increases by up to 300%
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. This aspect may be an additional factor that paves the way for complications. In 8 of the 10 patients of the present study the cranial vault had to be remodeled completely. It is impossible to precisely predict where the incision site will lie after completion of the procedure. Therefore, sometimes it is inevitable that osteosynthesis plates interfere with the incision site. Although infections at the incision site are a well known problem in craniofacial surgery, they have never been attributed to the interference with resorbable plates 3 . However, with the use of ultrasound activated resorbable pin osteosynthesis it seems that the placement of plates near the incision site should be avoided wherever possible.
So far, foreign body reactions have not been described in the literature for resorbable osteosynthesis material composed of poly D-and L-polylactate isomers which was used in this study 4 . This aspect may be the result of the fact that all clinical studies that were carried out on children undergoing craniosynostosis surgery by the use of resorbable ultrasound activated resorbable pin osteosynthesis were not focused on assessing complications 4, 7, 24 . Up to now, it has not been well investigated in how far the material properties of the thermoplastic amorphous polylactide material changes by the ultrasound activation. However, it has been shown experimentally that plastic deformation of polylactide leads to structure alterations and substantial molecular rearrangement with a relevant change in material properties 23 . So far, it has been said that polylactide does not generate crystalline debris during degradation 14 . Clinically, crystalline debris could not be found in histological samples in previous studies 15 . However, the histological samples of the present study showed that there were crystalline remnants of the material (Fig.  3) . These indings may reveal that ultrasound activation of polylactide alters the material properties in a way that the degradation process is changed. As a consequence, the Prospective assessment of complications associated with ultrasound activated resorbable pin osteosynthesis ........ change in material properties may be a major factor for the high complication rat in the present study.
Generally, complications encountered with ultrasound activated resorbable pin osteosynthesis do not seem to differ from that of conventional resorbable osteosynthesis 27 . The three patients who required reoperation for the removal of the remnants of the resorbable plates, were treated on an outpatient basis. Surgery only took a few minutes and postoperative healing was uneventful. In none of the patients a recurrence of the problem could be found during the follow-up period. However, reoperation is one of the major issues that surgeons try to avoid in craniofacial surgery and that prompts them to use resorbable osteosynthesis. An alternative to surgery would have been waiting for spontaneous perforation of the lesion and discharge of the material with subsequent spontaneous healing of the lesion. However, this way of dealing with the problem seems inappropriate because it may increase the risk of infection including the intracranial region. As a consequence, the removal of the remnants of the resorbable plates had been preferred. Therefore, although the number of patients followed up in the present study is low, it seems that the use of ultrasound activated resorbable pin osteosynthesis has to be reviewed critically as far as the avoidance of reoperation is concerned. Actually, in the present study it was decided to stop using the material because of the high complication rate. For the team, the need for reoperation with the new anesthetic risk deinitely did outweigh the advantages of the ultrasound activated resorbable pin osteosynthesis. Although the use of resorbable pins is time-saving and technically less demanding than the use of resorbable screws 7, 22 , the team decided to restart using conventional resorbable screws, before a complication rate has been conirmed that is as low as that of conventional resorbable osteosynthesis material 18 . The complication rate of the latter material did not exceed 5%.
In the two patients who underwent cranial vault remodeling for trigonocephaly less plates were used compared to scaphocephaly and oxycephaly cases because only the frontal aspect of the cranial vault was remodeled. In the eight scaphocephaly and oxycephaly cases the number of plates was comparable. In these patients, the cranial vault was remodeled completely. So far, it is not clear from the current literature, if there is an upper limit for the number of plates applied in cranial vault reconstruction that may increase the percentage of complications. Although the complications encountered in the present study have been described previously for other resorbable materials, it seems that ultrasound activation may predispose patients for the speciic problems described in the present study.
Although previous studies have shown that the use of ultrasound activated resorbable pin osteosynthesis helps to reduce operative time, this material does not seem to contribute to a reduction of the complication rate in craniosynostosis surgery 22 . As the use of the resorbable pin osteosynthesis is simple and straightforward and had been practiced already for a period of two years, the complication rate does not seem to be related to a learning curve 7 . It seems that advantages and possible complications of the use of the ultrasound activated resorbable pin osteosynthesis have to be weighed against each other carefully. Parents of children undergoing craniosynostosis surgery have to be informed in detail on the different aspects.
For the time being, it cannot be excluded that the use of ultrasound activated resorbable pins is the trigger for delayed foreign body reaction. Since foreign body reactions were present in a patient with hypophosphatasia as well as in 2 patients without systemic disease, it is not possible to judge to which extent hypophosphatasia contributes to the occurrence of a foreign body reaction. Independent from the underlying diseases, foreign body reactions were always found to occur next to the scar tissue of the surgical approach to the cranial vault. Hence, the parents have to be aware of the fact that especially in total cranioplasty it is not always possible to avoid positioning resorbable osteosynthesis plates in close vicinity to the former incision site of the scalp.
In all patients the resorbable osteosynthesis material remained palpable up to the inal follow-up examination 18 months after surgery. Previous reports do not provide consistent results on this aspect. The palpability of the resorbable osteosynthesis material was no longer present after 4 months 1 and 6-12 month, respectively 12 . Whereas another study found material to be palpable up to 18 month after the operation 5 . Hence, long-term follow-up studies are necessary to determine time and clinical conditions of degradation of ultrasound activated resorbable osteosynthesis material.
The results of the present prospective clinical study should prompt to initiate further research on the aspect of material properties alteration of resorbable osteosynthesis material due to ultrasound activation.
All in all, it seems that this high complication rate found in the present prospective study may outweigh the advantages of ultrasound activated resorbable pin osteosynthesis. The clinical use of ultrasound activated resorbable pin osteosynthesis should be considered critically until prospective data on a larger patient population show a more favourable outcome.
Conclusion
Delayed foreign body reactions were encountered with ultrasound activated resorbable pin osteosynthesis. These foreign body reactions occurred in scar tissue in the region of the former incision site. Secondary surgery was necessary in three patients in order to remove the chronically inlamed tissue. Parents of children undergoing craniosynostosis surgery have to be informed on the possible risks associated with the use of this osteosynthesis material.
As a consequence of the high complication rate found in the present prospective study the use of ultrasound activated resorbable pin osteosynthesis cannot be recommended as long as larger prospective clinical studies show a more favourable outcome.
